In recent decades, cementless implants have been widely used in clinical practice to replace missing organs, to replace damaged or missing bone tissue or to restore joint functionality. However, there remain risks of failure which may have dramatic consequences. The success of an implant depends on its stability, which is determined by the biomechanical properties of the bone-implant interface (BII). The aim of this review article is to provide more insight on the current state of the art concerning the evolution of the biomechanical properties of the BII as a function of the implant's environment. The main characteristics of the BII and the determinants of implant stability are first introduced. Then, the different mechanical methods that have been employed to derive the macroscopic properties of the BII will be described. The experimental multi-modality approaches used to determine the microscopic biomechanical properties of periprosthetic newly formed bone tissue are also reviewed. Eventually, the influence of the implant's properties, in terms of both surface properties and biomaterials, is investigated. A better understanding of the phenomena occurring at the BII will lead to (i) medical devices that help surgeons to determine an implant's stability and (ii) an improvement in the quality of implants.
Introduction
Population ageing and the occurrence of road traffic, sports and work accidents are the main reasons for the increasing interest of the research community in studying the osteoarticular system. Implanting biomaterials within bone tissue to restore the functionality of the treated organ has become a common technique in orthopaedic and dental surgery [1] . Implants and articular prostheses have led to important progress in the repair of joint degeneration (hip, knee…) and in maxillofacial surgery (to restore missing teeth or support craniofacial reconstructions). Modern orthopaedic and dental implant treatments aim at a rapid, strong and long-lasting attachment between implant and bone tissue.
Despite their routine clinical use, implant failures still occur and remain difficult to anticipate as the reasons for implant losses remain unclear. The surgical success of implant surgeries depends on the evolution of the biomechanical properties of the bone-implant interface (BII), which remains difficult to determine in vivo. Predicting implant failure is difficult because bone is a complex multiscale medium evolving as a function of time through remodelling phenomena. Moreover, the presence of an interface complicates the situation. Another difficulty arises from the fact that the implant's success depends on multi-factorial aspects related to the patients (e.g. behaviour, bone quality), to the surgeons (e.g. aseptic conditions during surgery, surgical and loading protocol) and to the implant manufacturers (e.g. implant surface, biomaterial, implant geometry).
Bone is a strong and lightweight composite multi-scale anisotropic material which presents a hierarchy of microstructures [2] . At the scale of several hundred nanometres, mineralized bone is composed of elementary components such as hydroxyapatite, cylindrically shaped collagen molecules and water. At the scale of 1-10 µm, bone is constituted by the ultrastructure, which is composed of collagen fibres and extrafibrillar spaces. At the scale of several hundred micrometres to several millimetres, the microstructure depends on the type of bone.
Besides its multi-scale nature, bone can adapt its structure through remodelling phenomena [3] , which induce changes in its structure and mechanical properties to accommodate the presence of an implant. A better understanding of the biomechanical properties of newly formed bone around the implant interface may lead to more accurate prediction of the surgical outcome of implant integration [4] , preventing additional painful and expensive surgical interventions.
Implant retention is determined by interfacial phenomena such as friction or mechanical interlocking. Surface roughness influences its mechanical stability [5] . Rough surface structures may stimulate the repair of bone tissue [6] and may also introduce mechanically based effects in bone, such as interlocking due to bone growth into the surface [7] .
Despite the aforementioned difficulties, the industrial design of implants has often been driven by an aggressive 'copycat' marketing approach rather than by fundamental advances in biomechanics [8] . Clinicians have often used implants in new applications before research has been carried out from a basic science viewpoint. Empirical approaches are limited to understanding the interaction of the mechanisms determining osseointegration phenomena.
To date, cemented and cementless implants are the two main types of implants used in orthopaedic surgery, while, to the best of our knowledge, bone cement is not used for the anchorage of oral implants. Although bone cement, acting as a bonding medium, can provide initial fixation, cementless implants are now more and more often preferred because of the risks of cemented implant failures related to an accumulation of micro-cracks in and around the cemented area [9] . Moreover, systemic risks such as cement implantation syndrome during and after the cementation procedure have been noticed [10] . Consequently, this work focused only on cementless implants where bone tissue is in direct contact with the implant surface.
The aim of this review is to provide the state of the art on the evolution, the measurement and the dependence of the biomechanical properties of the BII, which is important because (i) it is related to the primary and secondary stability of the implant and (ii) the BII is suggested to be the weakest domain in the bone-implant system and is where most failures occur [11] .
In this review, we chose to focus on aspects related to biomechanics. Readers interested in biological or biochemical aspects are referred to other publications, for example [12] [13] [14] [15] [16] [17] [18] . An introduction to the evolution of the biomechanical properties of the BII and its relation to implant stability will be given in §2. Then, various methods used to assess the biomechanical properties of the BII at the macroscopic scale will be described, such as mechanical tests with tensile, shear, torque and friction tests. Then, different experimental techniques aimed at determining the microscopic biomechanical properties of newly formed bone tissue will be investigated. Eventually, the influence of the environment such as the type of biomaterial and the surface roughness on the biomechanical properties of the BII will be investigated.
Implant stability
The biomechanical properties of the BII are the determinant for implant stability. A good quality of bone healing leads to: (i) direct contact between mineralized bone tissue and the implant and (ii) an important proportion of the implant surface in intimate contact with bone tissue. The success of implant surgery is determined by the biomechanical quality of bone tissue located at a distance less than around 100-200 µm from the implant surface [19, 20] . The quantity is also an important parameter for surgical success, even if Bolind et al. [21] reported that the bone-implant contact ratio (BIC) in successful oral implants varied between 60% and 99% with no evidence whatsoever that those implants with 99% BIC fared any better than those that have BIC values of 60%. The BIC ratio is correlated with the biomechanical properties of the BII and increases during bone healing [20, 22] , as first described by Johansson and Albrektsson in 1987 [23] . Figure 1 describes schematically the evolution of the BII as a function of healing time, known as osseointegration Figure 1 . Schematic of the bone-implant interface (a) immediately after surgery (time t 0 ), (b) during the bone remodelling period t 1 (formation of newly formed bone) and (c) after completion of osseointegration t 1 . (Online version in colour.) phenomena, which were first defined by Brånemark in 1977 [24] . Just after surgery (figure 1a), the implant surface is surrounded by blood (due to the reaming of the bone cavity) as well as dead and living bone tissue. Bone debris may also be present around the implant surface. During bone healing, which occurs several weeks/months after surgery, newly formed bone is produced to fill the gap between mature bone tissue and the implant surface (figure 1b). Several weeks or months after the implant surgery, newly formed bone tissue is replaced progressively by mature bone tissue around the implant surface, leading to the final BIC ratio as shown in figure 1c .
Histological analysis is the gold standard to determine the BIC but it cannot be used in clinical practice. Classical X-raybased techniques [25] and magnetic resonance imaging [26] cannot be used to assess the BIC because of metal artefacts related to the presence of titanium [25] .
Primary stability of cementless implant
Cementless implants can be either screwed home in bone tissue (which is the case for dental implants and some orthopaedic implants) or inserted in bone tissue using the 'press-fit' technique (for orthopaedic implants), which consists in introducing the implant into a cavity (slightly smaller than the implant size) formed by drilling or cutting, thus leading to the primary stability of the implant through the pre-stressed state of the bone tissue [27] [28] [29] . Frictional properties of the BII are then the determinant to ensure a proper implant stability at early post-operative stages (see §3.2). Primary stability is defined as the stability of the implant just after surgical insertion, before the healing period.
Friction phenomena between the implant surface and bone tissue are used to sustain shear load at the BII [30] (e.g. at the tibia [31] , hip [32] , femur [33] , glenoid [34] ). Screwing may also be important to provide mechanical fixation (e.g. dental [19] , spinal devices [35] , intramedullary rods [36] ). Although surgery may damage bone tissue, it also triggers a cascade of wound-healing events that stimulate osseointegration, a biological process improving implant stability through bone remodelling.
Insufficient primary stability leads to excessive interfacial micromotion following surgery [37, 38] , which may imply a higher occurrence of migration [39] and of implant failure. Early post-operative migration was suggested to be correlated with long-term loosening after around 8 years [40] , emphasizing a crucial role of primary stability of cementless implants in the fate of implant survival. Furthermore, the primary stability should not be too high since an excessive level of stresses (the precise amplitude of which remains to be quantified) may lead to bone necrosis [41, 42] .
Osseointegration and secondary stability
During the post-operative period, bone adapts its structure to the mechanical stresses it undergoes through remodelling phenomena [3] , which induces changes in bone properties to accommodate its structure to the presence of the implant. Bone formation relies on complex signalling pathways sensitive to biomechanical stimulation, which remain unclear, and is achieved through intramembranous ossification and osteoblast activation. Bone regeneration after implantation lasts several months, during which the spatio-temporal evolution of the bone properties are highly heterogeneous. The main steps of bone regeneration are: (i) the deposition of an extracellular matrix or osteoid tissue, an unmineralized collagen-rich tissue, (ii) mineralization of the osteoid by hormonal stimulation of local calcium and phosphate ions to form woven bone (a disordered mineralized tissue), and (iii) remodelling of woven bone to mature bone.
At the macroscopic scale, empirical models have mostly been employed using ad hoc assumptions deriving from Wolff's law [43] . At the nanometre scale, the process of bone formation is affected by local features such as fluid and chemical pathways as well as the stress state [44] . Models of bone remodelling should account for the flow channels which provide conduits for fluid flow, enhancing molecular and cellular transport and inducing shear stresses via fluid drag at the cell surfaces, an essential condition for cell survival [45, 46] . In particular, fluid flow occurs in the canaliculi [47, 48] , which are small channels (diameter between 100 nm and 1 µm [49] [50] [51] ). Since bone pore walls present a negative surface charge, coupling effects with ions contained in interstitial fluid may appear [52] . Electrical phenomena have been observed in bone since the 1950s, but their physiological origin is still debated [53, 54] . Methods based on continuum mechanics may not be suited to dealing with fluid transport in nanopores, where it is crucial to consider an atomic-level description of the interactions occurring at the interface between the hydroxyapatite and the fluid [55] . Surface effects are likely to play a key role in transport phenomena at the nanoscale in pores with a size not much larger than the molecular size, where hydration and steric effects may induce changes in the fluid properties. One of the main challenges now consists in coupling multi-scale models with temporal bone evolution due to remodelling phenomena [56] .
Osseointegration and mature bone in-growth around dental implants allows the quantity of bone in contact with the implant to be improved as well as bone quality surrounding the implant [57] , thus promoting mechanical interlocking [58] . Therefore, the impact of osseointegration phenomena is to strengthen the secondary stability of the implant, which is a function of healing time. During the early period of healing time (one to three weeks), a decrease in secondary stability has been described for dental implants, which may be due to osteoclast activity [19] .
However, the situation is not so clear regarding orthopaedic impant osseointegration. The term osseointegration indicates a direct and microscopic contact between bone tissue and the implant surface. In orthopaedic surgery, there is little evidence that cementless implants are actually osseointegrated. Some authors evidenced a fibrous tissue interface [59] at the BII of orthopaedic implants. The reason for hip and knee replacements demonstrating distance osteogenesis is not known but may be related to either the use of certain metals or to the blunt surgery performed with reaming of the marrow cavity and hammering in the implant that shows some micromotion during the first few months after implant placement. However, orthopaedic, cementless implants definitely have a good clinical outcome, indicating that they show adequate stability probably related to the osteogenesis occurring at distance from the implant surface.
During bone healing, low-amplitude micromotions stimulate bone remodelling [60] , but fibrous tissues may develop instead of an osseointegrated interface in the case of excessive interfacial micromotion following surgery [37] , in particular for dental implants. Experimental results royalsocietypublishing.org/journal/rsif J. R. Soc. Interface 16: 20190259 showed that micromotion lower than 40-70 µm allows bone tissue in-growth [61] . However, an excessive level (typically above 150 µm) results in the formation of peri-prosthetic fibrous tissue instead of an osseointegrated interface [61] [62] [63] . Note that fibrous tissue has a stiffness of around 0.5-2.0 kPa [64] , which is several orders of magnitude less rigid than both mature and newly formed bone tissue at the BII. The presence of fibrous tissue therefore affects the load-bearing capacity of the implant and leads to a vicious circle (since micromotions are further enhanced) responsible for implant failures. Moreover, fibrous connective tissue can form in the long term owing to release of wear particles from the implant-bearing surface [65, 66] , in particular in orthopaedic surgery.
Resonant frequency analysis (RFA) has become a widely used method to determine the secondary stability of dental implants [67] . RFA is a non-invasive technique used to assess in vivo dental implant stability by measuring the variation in stiffness of the bone-implant system [68, 69] , which is presented by an implant stability quotient (ISQ) value. High ISQ values are synonymous with important implant stability [70] . Readers are referred to other reviews [19, 71, 72] for more details on the RFA technique, which is outside the scope of the present study.
Macroscopic testing of the bone-implant interface
Various types of biomechanical testing employing different loading conditions have been introduced in order to measure the biomechanical properties of the BII. Some authors have considered implants actually used in the clinic (see §3.1) while others have employed custom-made implants with a simplified geometry and loading conditions, which enables the implants to be studied under standardized conditions. Initial mechanical fixation in the immediate post-operative period t 0 (figure 1a) will be studied in §3.2, including the frictional behaviour of the BII. The evolution of the biomechanical properties of the BII during osseointegration will then be investigated using various approaches in §3.3.
Using implants employed in the clinic
Many studies in the dental and orthopaedic fields have been carried out using implants employed in clinical practice. Two different testing configurations can be distinguished. The first one consists in an estimation of the micromotion at the BII while the second one consists in realizing the macroscopic pull-out tests.
Micromotion measurement
An 'excessive' level of micromotion at the BII limits the chances of implant success, which explains why different groups have measured micromotions through the application of cyclic stresses onto the implant. Such an approach has been carried out by implant manufacturers to validate the design of new implants [73, 74] . Although the threshold above which osseointegration fails depends on the patient, a micromotion level above 150 µm is commonly accepted to possibly induce implant failure [61] [62] [63] .
Various studies have evaluated micromotion obtained under physiological loading during a patient's daily activities [38] , which was often determined through gait analysis by marker clusters and instrumented implants with sensors such as strain gauges [75] [76] [77] [78] . Various angles were determined for the loading direction relative to the implant axis, which led to a combination of axial, bending and torsional loading conditions allowing in vivo loading conditions to be mimicked [79] .
Advanced image-processing techniques such as microextensiometry [73] and digital image correlation [80, 81] have been employed to increase the sensitivity of the technique. However, although post-mortem studies may be carried out to analyse the BII [82] , one important limitation for in vivo practices lies in the fact that the BII cannot be directly observed, thus limiting the measurement accuracy. An advanced microcomputed tomography (µCT)-based technique was developed to measure relative micromotions between markers located at the implant surface and markers fixed in the surrounding bone, allowing the primary stability of the femoral stem to be assessed [33] . Using a linear variable differential transducer (LVDT) is another technique to measure micromotion at the BII and to evaluate femoral stem primary stability. These devices are fixed in holes drilled at the bone surface, allowing contact with the prosthesis to measure micromotions between the two components at locations of interest [83] [84] [85] [86] [87] . However, such methods cannot be implemented in the operating room because of metal artefacts due to metal implants for the µCT-based technique and the unphysiological aspect of LVDTs.
Micromotion values obtained experimentally have been compared with numerical models. For instance, a three-dimensional finite-element model was developed to predict the interfacial micromotion of a cementless knee-tibia prosthesis and to assess the risk of aseptic loosening. The numerical results were compared with experimental measurements under walking and stair-climbing loading [31] . Similar approaches have been carried out for femoral stem implants [88] [89] [90] [91] .
Pull-out tests
The measurement of the maximum pull-out force is another parameter that has been used to estimate implant stability [90] , because the pull-out force is directly related to implant loosening [92] . Many studies have been carried out using such an approach for various types of implants, such as hip [93] and knee [92] implants (in cadaveric studies) or dental implants [94] . However, a strong limitation of such an approach lies in that the crack propagates in an unstable manner at the BII, which prevents investigation of the interface mechanical strength.
Dedicated implant models to measure initial mechanical fixation
All implants employed in clinical practice have a complex geometry, which leads to spatially complex, non-uniform, multi-axial stress fields [95] when the implant is loaded. This heterogeneous stress distribution involving compressive and shear stress components may influence the results obtained in such a configuration [94] , and it is therefore difficult to analyse the results in order to estimate a physically meaningful value for the interfacial mechanical strength. This is the reason why dedicated implant models have been developed, since mechanical parameters can be experimentally determined under a controlled and standardized situation, allowing them to be studied under simpler conditions. Such implants are considered in this subsection.
The frictional behaviour at the BII provides initial mechanical fixation for the implant's primary stability. Assessing the friction coefficient is important to understand the behaviour of the BII during and just after surgery and thus to royalsocietypublishing.org/journal/rsif J. R. Soc. Interface 16: 20190259 prevent micromotion at the BII, which may cause implant failure. Moreover, the frictional behaviour is an important input parameter to be used in finite-element models [96, 97] in order to model implant surgical procedures.
The most common experimental configuration to measure the friction coefficient is to apply a displacement of the implant perpendicularly to the BII and to induce sliding by moving one domain relative to the other one in the plane of the interface (figure 2a). Rancourt et al. [98] carried out a seminal work in this domain and evidenced a nonlinear friction behaviour at the initial stage prior to complete sliding, which corresponds to a nonlinear variation in the tangential force as a function of the displacement. The nonlinear behaviour could be defined by a gradual process-complete stiction, partial stiction and partial sliding, complete sliding-as described in [99] . It was also evidenced that the friction coefficient was independent of the applied normal force [30,98,100] and displacement rate [98] , but depends on the properties of the bone tissue surrounding the implant [100] and on the properties of the implant surface [30, 98, 100] . However, further work is needed in order to investigate the dependence of the nonlinear variation of the tangential force as a function of the displacement (i.e. for low values of displacement).
Biemond et al. [58] considered an alternative experimental configuration by placing a roller on top of the implant, which is used to apply a load perpendicularly to the implant surface (figure 2b). Another testing configuration was developed by Grant et al. [101] , who considered the application of the normal force using a constant weight (figure 2c), which may not occur using a testing machine under load-controled regimes because of possible issues related to the sensitivity of force feedback system [73] . To the best of the authors' knowledge, no study coupled a roller and weight-load to minimize errors in the friction coefficient measurement, which results from variation in the normal force and mismatch between the loading direction and the normal direction of the contact surface.
Other studies [27, 92] implemented realistic configurations to investigate the dependence of the maximum pull-out force after fully inserting implants into bone cavities. For instance, cylindrical-shaped implants with various surface roughness were inserted into bone cavities slightly smaller than the implant size (the difference between the diameters of the implant and of the cavity is called the interference fit). The pull-out forces were then measured, thus allowing the relation between the interference fit and implant primary stability to be investigated [27] . The results demonstrated that a larger interference fit leads to higher values of the pull-out force. While nonosseointegrated implants (i.e. in the absence of any healing) with rough surfaces are expected to lead to higher pull-out force due to higher friction, the opposite behaviour was obtained in [27] , which could stem from bone damage, wear and bone debris generated during the insertion and acting as lubrication. The impact of the interference fit can also be studied with finite-element models as in [102, 103] , where the results were compared with experimental data.
Another testing configuration was developed by Bishop and colleagues [104] [105] [106] in a series of papers modelling the press-fit configuration (figure 2d) and taking into account the effect of the interference fit. They considered two parallelepiped specimens for the bone sample and for the implant. This testing configuration allows the measurement of radial loading, which is important to understand bone deformation and damage during press-fitting. Two methods were developed-force and displacement controlled modes-to model the primary stability of press-fitted implants. The pull-out force was used as a surrogate of the implant primary stability in order to compare the effect of various loading conditions and implant surface properties on primary stability. Bone damage was characterized by analysing the structural change of the bone surface. In the tested configuration, the implant primary stability was shown to depend on the press-fit-related stress and to be independent of the roughness of the implant surface and of bone density [105, 106] . Moreover, the friction coefficient was found to be related to normal stress for a porous-surface implant, especially for high stress level [104] . Table 1 summarizes the results found in the literature for different values of the friction coefficients of the BII with various types of biomaterials, surface properties, testing configurations and normal forces. Based on the documented values in table 1, two conclusions can be drawn. First, bovine trabecular bone with higher porosity than bovine cortical bone leads to a higher friction coefficient [107] . Second, higher surface roughness leads to a higher value of the friction coefficient [101, 104] . In particular, the values of the friction coefficient obtained in human cortical bone [58] seem higher than the values obtained in human trabecular bone [101] . However, the results in cortical bone [58] were obtained at 37°C in water, which is not the case of those obtained in trabecular bone. The hydration state is likely to have a significant effect on the frictional behaviour of the BII. Moreover, the surface roughness of the Ti implant used in [58] was not provided. Most measurements were realized with relatively low normal stresses (less than 1 MPa), thus leading to a weak dependence of the frictional behaviour on the normal force.
Variation of the biomechanical properties of the bone-implant interface during healing 3.3.1. Shear and tensile test
The properties of the BII during healing have been measured using push-out and pull-out tests ( figure 3a,b ). An example royalsocietypublishing.org/journal/rsif J. R. Soc. Interface 16: 20190259 Table 1 . Summary of the results found in the literature for the friction coefficients of implants with various types of biomaterials, surface properties, testing configurations and normal forces. can be found in Castellani et al. [108] and Tschegg et al. [109] , who measured the stiffness and the energy necessary to detach the implant, which was given by the area under the load-displacement curves [108, 109] . However, the results are highly dependent on crack initiation since the crack propagates in an unstable manner, which prevents useful information on the effective adhesion energy of the BII being retrieved. Another experimental pull-out configuration consisted in using cylindrical implants in combination with an anchoring plate (figure 3b) [110] . The anchoring plate was used to isolate the bottom surface of the implant from bone tissue, ensuring that no stress was applied to this bottom surface during the pull-out phase. Another study also considered cylindrical implants under push-out tests [111] , where the BII shear modulus was defined by the slope of the stress/strain unloading curve. Although the pull-out and push-out tests described above may be qualitatively informative on the biomechanical properties of the BII, strong limitations apply, such as (i) misalignment errors [112, 113] and (ii) possible migration of the implant within bone tissue during bone healing. Another (and maybe more important) limitation lies in the fact that cracks propagate in an unstable manner at the BII in mode II (which corresponds to the application of a shear stress applied in the plane of the interface and to a crack propagation in the direction of the principal plane of solicitation), making it difficult to determine the effective adhesion energy of the BII. When the crack propagates in an unstable manner, the only parameter affecting the macroscopic variable is given by crack initiation and it is then impossible to measure the effective adhesion energy due to the instability of the configuration. Therefore, stable mechanical testing configurations are needed to assess the mechanical strength of the BII. Debonding of the interface depends on a coupling of friction and adhesion phenomena at the BII [108, 109] . Implant retention can be generally regarded as a combined result of friction, mechanical interlocking and chemical bonding [114] , which makes it difficult to clearly distinguish between the different effects using such a testing configuration.
Therefore, tensile tests in the direction perpendicular to the implant surface have been developed in order to minimize the effect of mechanical interlocking, thus involving mostly adhesive fracture (mode I, which corresponds to the application of a tensile stress applied to the interface) between bone and implant [115, 116] (figure 4). Ronold and colleagues [22, 114, [118] [119] [120] established an animal model involving the use of a flat coin-shaped implant placed onto cortical bone of a rabbit tibia without mechanical fixation. During the healing period, the contact between the coin-shaped implant and bone tissue was restricted to the flat surface owing to the presence of polytetrafluoroethylene (PTFE). After the animal was sacrificed, the implant was subjected to a quasi-static tensileloading regime, and the effects of surface roughness [118] , surface treament [120] and healing time [119] on the pull-out force was investigated. The results are summarized in table 2. However, similar to the configurations described in figure 3a , b, the crack propagation occurs in an unstable manner [108, 109] because this pull-out test corresponds to an unstable flat-punch configuration [122] . This situation makes it difficult to determine the effective adhesion energy (or the strain energy release rate), which is the only physically meaningful parameter to investigate the bone-implant attachment, because the measured pull-out force depends on the initial contact conditions, in particular around the implant surface. These limitations constitute further motivations to develop alternative approaches such as the torque test configurations described below and introduced in [23] .
Torque test
Torque tests to evaluate osseointegrated implants were initially introduced by Johansson and Albrektsson [23] , who started performing manual measurements and then developed automated torque tests [123] . However, from a biomechanical perspective, implant threading complicates the geometrical configuration, making it challenging to retrieve meaningful parameters from a mechanical point of view. For this reason, a specific implant model having a planar BII and deriving from the seminal papers of Ronold et al. [22, 114, [118] [119] [120] was developed by our group. Employing a torque test applied to a coin-shaped implant model constitutes a powerful approach to obtaining steady-state crack propagation at the BII, as shown in figure 4 . Moreover, mode III (which corresponds to the application of a shear stress applied in the plane of the interface and to a crack propagation in the direction perpendicular to the principal plane of solicitation) is likely to occur in vivo, in particular in the case of orthopaedic implants, which undergo multi-axial stress fields during daily living activity. In this royalsocietypublishing.org/journal/rsif J. R. Soc. Interface 16: 20190259 n.a., not applicable; PLGA, poly(lactic-co-glycolic acid).
royalsocietypublishing.org/journal/rsif J. R. Soc. Interface 16: 20190259 testing configuration, the bone sample is attached to a rotation stage, while a torque sensor is linked to the implant. The crack propagates from the outer part of the planar interface towards the middle of the implant until complete debonding. The phenomena at work at the BII correspond to the coupling of friction and mode III crack propagation, a situation referred to as stiction [124] . An analytical model taking into account these phenomena was applied, leading to the determination of the effective fracture energy and the stress intensity factor [117] . The results are summarized in table 2.
4. Multi-scale characterization of newly formed bone tissue
As described in §2, the surgical outcome depends on the evolution of the biomechanical properties of the BII, which are given by the quantity and by the quality of bone tissue around the implant. Therefore, it is important to understand the evolution of the properties of newly formed bone tissue around the implant surface. Histomorphometry is the gold standard to assess osseointegration [125] and allows the BIC ratio to be measured. However, the quality and the biomechanical properties of periprosthetic bone tissue cannot be retrieved using histomorphometry. Moreover, histomorphometry is a destructive technique that cannot be used in clinical practice without having to carry out post-mortem experiments.
Even if modelling and simulation allow powerful methods that take into account the effect of osseointegration at different scales to be implemented [31, [126] [127] [128] [129] , an important advantage of applying multi-modality experimental techniques is that they allow complementary information on the multi-scale properties of newly formed bone tissue to be retrieved.
Nanoindentation and atomic force microscopy
Nanoindentation is one of the reference techniques used to retrieve the mechanical properties of a medium at the microscale [130, 131] . A rigid indentation tip which has known properties and geometry (such as a Berkovich diamond three-sided pyramid probe [6, 132] ) is pressed into a material to retrieve the elastic modulus and hardness by analysing the curves representing the variation of the force as a function of the displacement, in particular at the beginning of the unloading phase using the Oliver and Pharr method [130] . Nanoindentation is an interesting technique to characterize periprosthetic tissue located near the BII because it allows the biomechanical properties of newly formed bone tissue to be studied. A study compared the elastic modulus and the hardness of newly formed bone tissue around a commercially pure titanium (cpTi) implant and a titanium-zirconium (TiZr1317) alloy implant after four weeks of healing period. The values of the elastic modulus and hardness were higher for the TiZr1317 implant than for the cpTi implant, although the difference was not significant [132] . A complementary study has shown that Young's modulus of newly formed bone tissue also depends on the implant surface treatment since the apparent indentation modulus (respectively the hardness) of periprosthetic bone was around 1.5 (respectively 3) times higher around acid-etched titanium than around machined titanium [6] . Atomic force microscopy (AFM) is another method used to study the mechanical properties of newly formed bone tissue near the BII and allows work at a lower scale than nanoindentation [64] . The principle of the measurements relies on the analysis of the deflection of a cantilever with a predetermined stiffness. The movement of the cantilever depends on the interactions between its tip and the studied surface and is monitored with a laser system. This set-up results in a force-displacement curve which leads to the elastic modulus and hardness of the material, similar to the case of nanoindentation [64, 133] .
In a study investigating osseointegration phenomena around titanium implants after four weeks of healing time, AFM was used to measure the surface profile. AFM was also used to measure the mechanical response of bone tissue based on the analysis of the curve representing the load as a function of the cantilever tip displacement. The measurements were carried out at different distances from implant surface in maxillary and femoral bone tissue. For implants inserted in maxillary bone tissue, the values of Young's modulus were between 1.04 ± 0.21 MPa and 1.21 ± 0.34 MPa and did not depend on the distance from the implant surface. In contrast, for implants inserted in femoral bone tissue, the values of Young's modulus were between 0.87 ± 0.25 MPa and 2.24 ± 0.69 MPa and were shown to significantly increase as a function of the distance from the implant surface (between 0-5 µm and 420 µm) [134] . However, the aforementioned values are very low compared with other Young's moduli (of the order of several GPa; table 3), and the reasons for such different orders of magnitude remain unclear.
One limitation of the AFM technique lies in that the geometry of the cantilever tip is not precisely known and errors are associated with the estimation of the displacements of the tip in all directions, leading to a lack of precision of the estimation of the elastic modulus and hardness of the investigated tissues. As a consequence, some AFM devices may also be used in a nanoindentation mode using a shape-defined diamond tip and an adapted load-displacement control [133] . Such a configuration was used to study bone tissues in bovine tibia and collagen fibrils in rat tail tendon, resulting in values of Young's moduli between 11.8 ± 3.6 and 14.1 ± 5.3 GPa [139] and between 5.0 and 11.5 GPa [140] , respectively. Furthermore, such a configuration was implemented to study the BII in an early study evidencing a lower indentation modulus of 6.17 GPa near the BII, which increases with a positive slope of 0.014 GPa µm −1 in the direction perpendicular to the implant surface until around 150 µm away from the interface. This last result suggests again the existence of a gradient of material properties at the BII, which could be explained by a strongly heterogeneous stress field near the BII, leading to different remodelling conditions [135] . In the aforementioned works, indents were often observed with an optical microscope to check that the indented regions of interest actually correspond to newly formed bone and not to resin or bone defect [6, 135] . However, it was difficult to clearly distinguish between mature and newly formed bone tissue because both types of tissue were interconnected and difficult to clearly distinguish. In order to overcome the aforementioned limitation, we have implemented the implant model described in figure 5 in order to create a 200 µm thick bone chamber between mature bone and the implant surface [136] [137] [138] . The bone chamber was designed using PTFE layers, as shown in figure 5 . No bone tissue was present in the bone chamber just after surgery and newly formed bone tissue grows in the bone chamber, which makes it possible to Table 3 . Summary of the microscopic biomechanical properties of newly formed tissues at the BII by indentation-based technique in the literature. carry out nanoindentation measurements in newly formed bone only, and therefore to clearly distinguish mature and newly formed bone tissue. The results showed a significant increase in the apparent indentation modulus as a function of healing time, which may stem from an increase in bone mineralization [136] [137] [138] .
The documented values of microscopic biomechanical properties of newly formed tissues around the BII are summarized in table 3. Non-mineralized fibrous tissue is shown to have a very low indentation modulus, close to that of soft tissue [64] . Cortical bone tissue seems stiffer than trabecular bone tissue [6, 132, [134] [135] [136] [137] [138] .
However, whether nano-indentation or AFM plays any clinical role remains uncertain [141] .
Quantitative ultrasound
Because ultrasound is a mechanical wave, quantitative ultrasound (QUS) techniques are naturally likely to retrieve bone mechanical properties. Another advantage of QUS techniques lies in that ultrasound is non-invasive (ultrasound is even used to stimulate osseointegration [142] ), non-radiative and relatively cheap. Note that, in the context of osteoporosis assessment, QUS is now routinely used clinically to assess bone fragility [143] .
It remains difficult to understand the physical phenomena occurring during the interaction between an ultrasonic wave and the BII, owing to the complex nature of the BII. Therefore, different finite-element models have been implemented because modelling and simulation allow the influence of all bone properties (such as compression and shear modulus and mass density) on the ultrasonic response of the BII to be distinguished in a controlled configuration, which is not easy to achieve experimentally because all bone properties vary in parallel. Ultrasound propagation in a dental implant has been modelled using finite-element modelling, allowing the dependence of its echographic response on the properties of periprosthetic bone tissue to be derived [144, 145] . A limitation of the aforementioned approach lies in that the BII was assumed to be fully bounded and that the roughness was not considered. More recently, a finite-element model [146] was developed accounting for the implant roughness as well as for a soft tissue layer corresponding to fibrous tissue. This study showed that the reflection coefficient of an ultrasound wave on the BII depends on the properties of bone tissue located at a distance of between 1 and 25 µm from the implant surface, thus opening a new path in the investigation of the BII properties. The three aforementioned modelling studies [144] [145] [146] showed that QUS techniques around 10 MHz are sensitive to changes of bone properties occurring at a distance lower than around 15 µm from the implant surface.
Experimental models may also be employed to retrieve information on the QUS response of the BII. The echographic response of BII [20] was studied using the coin-shaped implant model described in figure 5 , which is advantageous because of the planar BII, which allows experimentation under standardized conditions. The amplitude of the echo of the BII measured at around 15 MHz was shown to decrease as a function of healing time. This result can be explained by the increase of bone quality and quantity around the implant surface, which leads to a decrease in the gap of the mechanical properties at the BII during healing.
The same coin-shaped implant model has also been used in combination with micro-Brillouin scattering, a technique consisting of exploiting the coupling of laser and ultrasound in order to retrieve the ultrasonic velocity at the same scale (several micrometres) as the nanoindentation measurements described in the last subsection [19, 137] . The results showed that the ultrasonic velocity at the microscale in newly formed bone tissue and in mature bone tissue was significantly different and equal to around 4930 and 5250 m s , respectively [137] . Coupling nanoindentation and micro-Brillouin scattering allowed two complementary bone properties to be retrieved (the apparent indentation modulus and the ultrasonic velocity) at the same scale. Comparing the indentation modulus and the ultrasonic velocity showed that the mass density of mature bone tissue is around 13% higher than mass density of newly formed bone tissue at the scale of several micrometres [137] . This last result can be explained by the increase in mineralization during bone tissue ageing.
Other promising approaches
Many authors have investigated the properties of bone tissue in the bulk, but relatively few have focused on periprosthetic tissue, in particular because of the difficulty of simultaneously obtaining an adapted sample and carrying out complex multimodality experiments. The investigation of the BII at the nano-scale is of particular interest when studying implant anchorage, as bone rupture starts between collagen fibres and the hydroxyapatite crystals [147] . Different techniques, such as X-ray, neutron and electron-based techniques, and spectroscopy, have been employed and are described below.
X-ray-based techniques
Optical microscopy techniques are often used to observe biological tissues, but they consist in analysing two-dimensional sections. To improve such analysis, three-dimensional techniques have been developed such as X-ray μCT [148, 149] , which allows imaging of woven bone formation at a titanium interface at the microscale [150] for further finite-element analysis at the microscopic level [151] .
X-ray diffraction techniques [152] [153] [154] [155] [156] [157] and small-angle x-ray scattering (SAXS) [158] have been used to characterize the inorganic structure of bulk bone, such as the shape and orientation of hydroxyapatite crystals. Little work has been done using SAXS to investigate the periprosthetic bone tissue. The mineral crystals close to the implant surface were found to be preferentially aligned with the implant surface [158] . However, no work has been done on the evolution of this alignment over time and space during osseointegration. Figure 5 . Schematic of the coin-shaped implant model including the bone chamber [136] .
royalsocietypublishing.org/journal/rsif J. R. Soc. Interface 16: 20190259 X-ray diffraction investigates intensity ratios, which indicate the c-axis orientation of biological apatite (BAp) in bone [153, [155] [156] [157] . Such a technique shows that the BAp crystal c-axis orientation is often parallel to the existing collagen fibres [153] . Note that the orientation of newly formed collagen fibres is approximately parallel to the existing collagen fibres [156] . Furthermore, the BAp crystal preferential alignment follows the local stress distribution, as has been shown in the mandible near the tooth because of mastication forces [153, 155] . Therefore, orientation quantities (intensity ratio of the peak characteristics of the BAp c-axis, tilt angle) appear to be related to diverse bone properties such as the ultrasonic wave velocity [154] , Young's modulus [156] and microhardness [159] . The BAp crystal orientation is thus an interesting indicator for mechanical bone properties. Likewise, X-ray diffractometers have been used to study the alignment of BAp crystals in comparison with the stress distribution and the orientation of grooves on the surface of a hip implant [160] or at the neck of dental implants [161] .
Roentgen stereophotogrammetry analysis (RSA), also called radiostereometry, is a radiographic observation technique aimed at obtaining a three-dimensional motion analysis, initiated by Selvik in 1989 [162] . Comparing with ordinary radiography, RSA shows a much higher resolution owing to the metallic markers, such as small tantalum balls, injected in the bone and on the implant surface that allow analysis of very small movement [163, 164] , thus providing a promising non-invasive measurement to assess joint replacement, such as prosthetic fixation, joint kinematics as well as stability of implant [39, 40, 165] .
Neutron-based techniques
Neutron microcomputed tomography is a promising technique to investigate the BII because of the absence of metal artefacts obtained with X-ray-based techniques. A dental implant integrated in a rat tibia has been investigated with both X-rays and neutron tomography at different resolutions [166] . Bone in-growth was shown to be equivalent for all images except with the neutron images of the lowest resolution. Neutron tomography was then used in combination with the pull-out test [167] . As a result, neutron images allowed bone growth to be quantified at the interface without artefacts and the images were analysed to follow the evolution of strains and cracks in the surrounding bone as the implant was pulled-out and until BII failure.
Electron-based techniques
Electron tomography is another promising technique allowing visualization of the three-dimensional structure at a high resolution [168] . Electron tomography was used to investigate in three dimensions the interface between human bone and a hydroxyapatite implant, which allowed the observation, at the nanometre scale, of hydroxyapatite crystal orientation around the implant surface in comparison with the orientation of crystals in the collagen matrix of bone. Another function of electron tomography is elemental analysis [148] , as in [169] , which provides elemental mapping of Ca, P, O and Ti at the implant interface. Electron tomography samples can be prepared with the focused ion beam (FIB) method, thus producing thin lamella [148, 150] .
Spectroscopic approaches
Two spectroscopic methods (Fourier-transform infrared spectroscopy (FTIR) and Raman spectroscopy) have been employed to characterize the composition of mature and newly formed bone tissue. These two techniques have been used to study the structural changes in bone tissue depending on the distance to the implant during osseointegration around an artificial composite bone material [170] . FTIR spectroscopy allows characterization of bone mineral and matrix components by comparing the results with a reference spectrum. The components provide information on bone microstructural properties such as mineral content, crystallinity and collagen maturity at the nanometre scale owing to the combination of FTIR and AFM techniques [171] .
On the other hand, Raman spectroscopy provides similar information to FTIR spectroscopy on samples of various types and with easier sample preparation. The drawbacks of Raman spectroscopy compared with FTIR are a lower signal-to-noise ratio and possible fluorescence. In a study carried out in bone tissue, the parameters derived from the analysis of the Raman spectra have been shown to be related to the bone biomechanical properties, and their correlation depends on the animal's age [172, 173] . Raman spectroscopy has also been used to study the BII in an in vivo study with three-dimensional printed Ti6Al4V implants after six-month healing in sheep femora. The Raman analysis was used to characterize the molecular composition of both native and newly formed bone tissue at the BII [174] .
Influence of the implant properties
During bone healing, the evolution of the properties of newly formed bone tissue described in the previous section depends on many factors, including implant stiffness and implant surface topology, which will be discussed below.
Implant stiffness
The majority of endosseous implants are made of commercially pure titanium or titanium alloy for oral implants and of titanium alloys, chrome-cobalt molybdenum alloys and stainless steel for orthopaedic implants because of their excellent biocompatibility, corrosion resistance and high strength-toweight ratio [175] . However, a common problem, referred to as stress shielding in the literature, is related to the contrast of density and stiffness between bone and the implant, which may cause inhomogeneous stress distribution and stress concentration at the vicinity of the implant, thus increasing the risks of implant failure. Stress-shielding effects have been shown to be important for orthopaedic implants but are less significant around dental implants [176, 177] .
A stiffer orthopaedic implant is known to lead to a higher level of bone mineral loss in the vicinity of the implant [178] . Similar results have been obtained using finite-element studies [179, 180] . Thomas & Cook [113] systematically investigated the effect of the elastic modulus of an implant on shear stiffness and strength of the BII. The elastic modulus of the implant material covered a large range of variation, from 3 GPa ( polymethyl methacrylate, PMMA) to 385 GPa (Al 2 O 3 ). The authors reported no significant effect of the implant stiffness on the mechanical properties of the BII. However, a large range of variation in the results on interface strength and stiffness in each tested group was obtained, which might come from inter-individual variations as well as from variations in the surface roughness that was not controlled. Gottlow et al. [181] demonstrated that implants made of titanium-zirconium alloy (TiZr1317) with lower stiffness and similar surface treatment and implant geometries presented higher removal torque than cpTi implants. In order to decrease the effects due to stress shielding, another approach consists in developing customized porous implants using three-dimensional printing technology [182] or laser power-bed fusion [91] . Other studies attempted to develop Ti-based metallic materials with lower stiffness, improving bone remodelling to enhance mechanical properties of the BII [183] [184] [185] . However, the variation in surface composition between implants may also influence the results, which makes it difficult to attribute the difference in terms of osseointegration to stress-shielding effects only.
Implant surface
Biomaterial surfaces may undergo various modifications affecting their physical, chemical and viscoelastic properties [186] in order to obtain an optimal surface topography, which has been shown to influence osseointegration [5, 187] . Surface roughness not only enhances primary stability, as mentioned in §3.2, but also stimulates bone tissue repair [6, 188] . However, a compromise should be found concerning the roughness level of the implant surface. Wennerberg & Albrektsson [141] were the first authors to clearly differentiate between smooth, minimally rough, moderately rough and rough surfaces and to describe a peak in the bone response for moderately rough surfaces. As reviewed in [141] , moderately rough (S a between 1 and 2 µm) surfaces showed stronger bone responses than smooth (S a < 0.5 µm), minimally rough (S a between 0.5 and 1 µm) and rough (S a > 2 µm) implant surfaces. In another study, the optimal value of S a (defined by the average height deviation from the surface) optimizing osseointegration was shown to be around 3.6-3.9 µm [22, 118] . However, the experiments described in [22, 118] were realized with a simple coin-shaped implant model generating a low level of mechanical stresses within bone tissue because of the implant's specific macroscopic geometrical configuration without any threading. The roughness should be sufficiently high in order to stimulate bone remodelling but not too high because excessive roughness may create stress concentration and debris, damaging bone tissue and thus hampering osseointegration processes.
As indicated in tables 1-3, most surface topographical analyses were done using the so-called R a values and were evaluated with stylus instruments, which constitutes a strong limitation because such an approach does not provide reliable evaluations of the true surface roughness [141] . Wennerberg & Albrektsson [189] systematically evaluated three main types of measurement-mechanical contact profilometers, optical profiling instruments, scanning probe microscopes-with their advantages and disadvantages in implant research. Optical profiling instruments, such as interferometry, were suggested to be the most suitable method for assessing surface roughness since they can process measurements of complex geometries and be effective at the micrometre level of resolution, which is the clinically relevant one. Anything but three-dimensional S a analyses seems of limited interest. Surface roughness analysis must be investigated in relevant areas of the bone-anchored parts of implants and not in irrelevant flat surfaces never in contact with bone tissue [189] . Many studies [22, [108] [109] [110] [111] 114, [117] [118] [119] [120] [121] documented a height deviation parameter, R a /S a , that describes surface roughness, as shown in table 2; also, as reviewed in [141] , a combination of R a /S a , spatial and hybrid parameters (such as Sdr% defined in [141] ) would be a standard to provide a better surface characterization for modern implants.
Conclusion
Understanding the biomechanical behaviour of the BII is a difficult problem because bone is a complex medium, which evolves in time due to remodelling phenomena. The presence of a rough interface complicates the situation by creating complex multi-axial stress around the implant surface. The difficulty also comes from the multi-factorial determinants of the problem, given by the implant properties (determined by the implant manufacturer), by the surgical protocol (which is not standardized) and by the patient's bone quality and behaviour. The phenomena responsible for implant osseointegration are far from being understood, and measuring periprosthetic bone properties remains a challenge.
The ultimate dream of patients and surgeons would be to be able to understand and eventually to predict implant evolution as a function of the environment, in order to provide a decision support system that could be designed using, for example, deep learning-based approaches in a patientspecific manner. To reach this long-term goal, a better understanding of the biomechanical phenomena is needed, which can be achieved through the coupling of experimental surgery with multi-modality measurement approaches providing complementary information on the evolution of periprosthetic bone tissue. In particular, acoustic methods are promising because they may be used to provide information on the bone biomechanical properties noninvasively. However, experimental techniques remain limited to understanding the basic phenomena because it is impossible to control all bone properties, which vary in parallel. Therefore, dedicated mechanical models must be developed in parallel with the experiments. These models should in particular account for the adhesive contact at the BII as well as for the roughness of the implant, in both the static and dynamic regimes.
A better understanding of the basic phenomena will lead to (i) the development of medical devices that help surgeons to determine an implant's stability both during and after surgery and (ii) useful information for the implant manufacturer to improve the quality of their product.
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